
Rocky Flats Environmental Technology Site 

Building 
776/777 
1 Floor st 

In-process/Final 
Survey Report 

Survey Unit: 
776007 

1 EGEUVE 4 

January 2005 

B776-A-000264 



U 

+ + + + +  

+ + + + +  

+ + + + @ +  + 

+ + + + - -  

k + + +  

+ + +  



Conduct in 
process surveys 
to determine the 
nature and extent 
of contamination 

lJ / forward for survey \ 
Provide surveys to unit: additional Discuss options 

DOElCDPHE I surveys, component f 

f 

removal, andlor 

I 
Conduct 

component 
removal and 

decontamination 

Perform in 
process andlor 
final surveys 

i d  etermine pat 
\ /forward for survey\ 

-i unit: additional 

removal, decon., 
surveys, component Discuss options 

* 
DOElCDPH E 

Provide surveys 

andlor 

Prepare RFCA 
contact record 

and encapsulate 
the survey unit 

1 3  



In-Process Survey Instructions 
Survey Unit 776007 

Purpose: 

This instruction provides guidance for collecting data needed to determine the contamination 
levels in Survey unit 776007. Work to be performed in accordance with 'I  INS-535-Ludlum2350- 
1 with Sodium Iodide Detector" and RSP-7.01 and 7.02. 

Equipment and materials: 

1) A Bicron G-5 detector (G-5) attached to a Ludlum 2350-1. 

2) A Ludlum 44-1 7 detector (44-17) attached to a Ludlum 2350-1. 

3) Probe holders for the G-5 and the 44-17 with tin side shield (side shield optional for the G-5). 

4) Electra with attached DP-6, calibrated and daily response checked. 

5) Access to a SAC-4 that has daily performance checks completed. 

Procedure: 

1) Inspect instruments for obvious damage and perform battery checks, as required. 

2) Ensure the Nal instruments (G-5 and 44-1 7) are functioning by using Americium-241 source 
TS-912, counting the source for 60 seconds. Record readings from before and after survey 
(i.e., beginning and end of shift) on the daily response check sheet. 

3) Obtain background measurements for floors, cement walls with Nal detectors in room 106B 
near column A-5 on the 1"fIoor of 8-776. For ceilings take background measurement as 
specified below. 

J For floors and cement walls, place the detector (G-5 preferred or 44-17) in holder, 30 cm 
from floor and perform background measurement. 

J For block walls, place the detector (44-17 preferred or G-5) in holder, 30 cm from wall and 
perform background measurement. 

J For ceilings, background measurements will be taken near column A-5 in room 106B. 
Point detector towards ceiling, place thin metal sheet over probe and take background 
measurement. 

Perform 60-second count for all background measurements. Record all results in the 
designated space on the data collection sheet (this may be the remarks section). 

4) All areas marked on the attached maps should be scanned. Use the appropriate detector and 
scan over each grid on the floors and ceilings. Scan over the entire surface of each grid by 
holding the detector within 6 inches of the surface. Scan rate should be about 1 foot per 
second. Listen for change in count rate. Locate the point that has the highest reading in the 
area and take the measurement at that point (sample location). If no elevated reading is 
detected during the initial scan, then use professional judgement to select sample location 
most likely to be contaminated in the grid and take the measurement at that point. 



I n-P rocess Survey Instructions 
Survey Unit 776007 

5) Obtain Nal measurements. e 
J 

J 

J 

J 

e 

For floors, take a 60-second Nal measurement at 30 cm placing the detector (G-5 
preferred or 44-17) in the holder and centering the detector over the sample location. 

For block walls. Scan along the top of the wall holding the probe three inches from the 
wall. Scan at 6" per second over all accessible areas. Take one contact reading in each 
ten-foot section on the location with the highest Nal response. 

For walls, take a 30-second Nal measurement at 30 cm placing the detector (44-17 
preferred) in the holder and centering the detector over the sample location. Take 30- 
second contact readings near wall penetrations (Le. , doorways) with elevated readings. 
Walls shall be surveyed by taking one measurement every 6 feet on center. No 
scanning is required. Designate wall numbers using the room number and the direction 
you are facing when looking at the wall. For example, the wall between room 112 and 
room 134 would be wall number 112- N (N for North), the wall between room 112 and 
112B is 112-S, ( S for South). For walls longer than 20 feet, such as the wall along 
Column line 9, the northern most section is section A and the southern most is section B. 
For walls Along Room 106, the eastern most section is A and the letters increase as one 
proceeds west. The south wall of room 106 requires surveys with Alpha instruments only. 

For ceilings, take a 60-second Nal measurement at 30 cm placing the 44-17 holder and 
centering the detector over the sample location. Ensure there is a tin back-shield on the 
detector. 

Record all data using the grid number as the sample location number, as appropriate (Le., 
specific assigned numbers for floors and ceilings. Use assigned wall and section numbers 
for walls. 

6) For all Nal measurements, mark area where detector was placed for each reading by 
circumscribing the area where the measurement was taken. 

7) Note any items or conditions that may have affected any measurement in the "remarks" 
section of the data collection sheet. 



Ludlum 44-1 7 30 cm of wall in room 
106B, near column A-5. 

Ludlum 44-17 

Preferred: Bicron G-5 
Secondary: Ludlum 44-17 

J Scan Within 6" until 
elevated reading is 
found 

30 cm 

Preferred: Ludlum 44-17 
Secondary: Bicron G-5 

30 cm. 
On contact once every 
10 feet on top block or 
to investigate elevated 
readings on rest of wall 

NIA NIA 

I n-P rocess Survey Instructions 
Survey Unit 776007 

Table 776007-1 : Survev Reauirements 
Surface Type of 

Survey 
Detector Placement Scan Rate 

I Count 
Time 
60 seconds Block 

Walls 
Background 
measurement 

D 
S 
3 
0 
m 
Y 
0 

L 

2 

Floors and 
Cement 
Walls 

Background 
measurement 

60seconds 
17, as appropriate. 106B, near column A-5. 

Metal 
ceilings 

Background 
measurement 

Ludlum 44-1 7 60 seconds In room 106B, near 
column A-5. Point 
probe upward. Place 
thin metal sheet over 
probe. 
J Scan within 6" until 

highest reading is 
found 

- 1 foot per 
second 

Preferred: Bicron G-5 
Secondary: Ludlum 44-17 

Floor Total Alpha 
Activity 

Ludlum 44-17 Scan within 3" until 
highest reading is found 

- 112 foot per 
second 

Walls Top of walls 

- 1 foot per 
second 

Ceiling Total Alpha 
Activity 

60seconds Floor Total Alpha 
Activity 

Total Alpha 
Activity 

30 seconds Walls 

Ludlum 44-1 7 I 3 0 c m  60 seconds C e i I i n g Total Alpha 
Activity 

60 seconds Electra with DP-6 Total Alpha 
Activity 

Walls 
along south 
side of 
room 106B 
and 108 
NIA 

On contact once every 
10 feet 

NIA NIA 



Area VI1 
First Follow-up Survev Instructions 

Location Type of Pro be 
Survey 

attached spread or 44-1 7 
Listed on Total Alpha G-5 ( preferred) 

sheet 

Survey/ Sampling Instructions 

Placement Count time 

30 cm above 60 seconds 
previous sample 

location. 

Purpose: 
To collect gross gamma data to determine the effectiveness of decontamination efforts on the 
floors of Area VII. Work to be performed in accordance with " INS-535-Ludlum2350-1 with 
Sodium Iodide Detector" 

Equipment and materials: 
1) A Ludlum 44-17 Attached to a Ludlum 2350-1 set to collect l-minute counts that will be 
displayed on its LCD window. 
2) A Bicron G-5 Attached to a Ludlum 2350-1 set to collect 1-minute counts that will be displayed 
on its LCD window. 
3) HILT1 PD 28 Laser range finder or Measuring tape that is at least 10 feet long.. 
4) 2 Probe holders, One for the G-5 and one for the 44-17 with tin collimator 
Procedure: 

1) RCT, ensure the instrument is functioning by using Americium source TS-912. Obtain one 60 
second count at the beginning and end of each workday. 

2) RCT, inspect instrument for obvious damage and perform a battery check on the instrument. 

3) RCT, obtain a 60 second background measurement in room 106B near column A-5. 

4) Nal measurements will be taken each survey point that is listed on the attached spreadsheets. 
Measurements should be taken as close as possible to the original sample location. 

5) Take a 60-second reading 30 cm above each sample location. Note if sample location is above 
a crack in the remarks section (use an "*" next to sample). If crack is source of highest reading, 
center probe over crack. 

6) Record results on the attached survey form and write u2"d Survey" on the form. 

Summary of Survey Instructions 
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Final Survey Instructions 
Building 776 lst Floor 
Survey Unit 776007 

Purpose: 
This instruction provides guidance for collecting gross gamma and removable contamination data to quantify 
the amount of residual contamination in Survey Unit 776007 prior to demolition. Nal measurements are 
performed in accordance with " INS-535-Ludlum2350-1 with Sodium Iodide Detector". 

Equipment and materials: 
1. A Ludlum 44-1 7 attached to a Ludlum 2350-1 set to collect five-minute counts that will be displayed on 

its LCD window. 

2. A Bicron G-5 attached to a Ludlum 2350-1 set to collect five-minute counts that will be displayed on its 
LCD window. 

3. One Electra with attached DP-6, calibrated and daily response checked. 

4. Two probe holders, one for the G-5 and one for the 44-17 with tin shielding. 

5. Calibrated and daily response checked SAC-4. 

6. Measuring tape or laser range finder. 

Note: The NE Electra with DP-6 probe and the Eberline SAC4 shall be used in accordance with RSP- 7.01 
and 7.02 

Procedure: 
1. 

2. 

3. 

4. 

5. 

6. 

7. 

8. 

9. 

Inspect instrument for obvious damage and ensure battery voltage is equal to or greater than 4.6 volts. 
If battery voltage is less than 4.6 volts change the batteries. 

Complete daily performance checks for Sodium Iodide detectors to ensure the instrument is functioning 
properly by using Americium-241 source TS-912. Record results on Sodium Iodide Data Sheet. 

For floor and concrete wall background measurements, perform a 300-second background count on 
contact with the floor using a Bicron G-5 for floors or Ludlum 44-1 7 for walls at background location in 
room 106B near column A-5. Record background counts next to "Bkg Floor" or 'Bkg Concrete Wall"in 
background column of attached "Sodium Iodide Data Collection" sheets as needed. 

For block wall background measurements, perform a 300-second background count on contact with 
block wall using a Ludlum 44-17 at the background location in room 106B near column A-5. Record 
background counts next to "Bkg Block Wall" in background column of attached Sodium Iodide data 
collection sheets as needed. 

For ceiling and metal floor background measurements, perform a 300-second background count with a 
Ludlum 44-17 or Bicron G-5 at background location in room 106B near column A-5. Hold the probe 
waist high, pointed toward ceiling using a sheet metal plate in front of the detector (take background 
measurement in this configuration). Record background counts next to "Bkg Metal Floof for the G-5 
and " Bkg Metal Ceiling" for the 44-17 on the attached Sodium Iodide data collection sheets as needed. 

Mark the sample locations on the surfaces to be measured. Take all measurements on contact with the 
marked surface using tin side shields on the Bicron G-5 and tin side and back shields on the Ludlum 44- 
17. All Sodium Iodide readings shall have 300 second count times. 

Collect sodium Iodide, total surface activity and removable surface activity measurements at all 
locations marked on the attached map. 

Record the Nal and NE Electra measurements on the attached sheet. Note any items or conditions that 
may have affected the measurement in the "remarks" section. 

Count swipes for 60 seconds with a SAC-4, record result on attached sheet for removable 
contamination. 



Final Survey Instructions 
Building 776 1'' Floor 
Survey Unit 776007 

Surface 
Floor 
All Surfaces 
Block walls 

All Surfaces 
Ceiling 
Block Walls 

Metal Floors 

Floors and cement 
walls 
Metal ceilings 

Survev Reau irements 

measurement pointed toward ceiling 
with sheet metal plate 

n end near column A- 

I 5. 

, 



FINAL SURVEY RESULTS 
Survey Unit 776007 

Scope 
This report is prepared to summarize preliminary surveys of survey unit 776007. The 
surveys have been performed to determine the extent of contamination in the survey 
unit. As a result of the low levels of contamination and the lack of remediation required 
for this survey unit, the final survey was performed in conjunction with the in-process 
survey. 
Survey Unit 776007 consists of the front hallway and office areas in Building 776. It 
includes room numbers 101, 102, 103, 104, 105, 106, 107, 108, 109, 110, 111, 112, 
113, 114, 115, 116, 117, 119, 120, 121, and 129, as well as associated partitioned 
areas and the stairwell from the front office area to the 2"d floor, which is designated 
room 149. 

Historical Review 

The rooms in this survey unit were non-process areas. Most of the area in this survey 
unit was for administrative/office functions. The floors in survey unit 776007 were 
contaminated in a few locations from the spread of water from the fire that occurred in 
1969, as well as the spread of contamination from routine operations in the process 
areas that occurred throughout the life of the building. 

In-process Survey Methods and Techniques 

Surfaces were evaluated for potential contamination using sodium iodide (Nal) 
detectors attached to single channel analyzers windowed for the 59 keV gamma-ray 
(241Am). The background measurements were taken near column A-5 in room 106B. 
This location was found to have lower Nal readings than the standard background 
location on the first floor 

Measurements were taken at 30 cm. and on contact. For the 30-cm. measurements on 
the floors and ceilings, the survey technique involved scanning each grid location to find 
the highest reading and then taking the measurement at that point. For the 30-cm. 
measurements on the walls, the reading was taken at the center of each grid; this 
provides 100% coverage of the walls. Contact measurements were taken on walls 
along south side of room 106B and room 108. In addition, contact measurements were 
taken on contact every I O  feet on the top of block walls. 

Survey measurements on floors, and ceilings were taken on an established loft  by lof t  
grid pattern. Measurements on the walls were taken on an established 3ft by 3ft grid 
along the north wall and one measurement per wall for the other office walls. 

PDS Methods and Techniques 

The PDS survey results determine the Average Surface Contamination Value (ASCV,) 
and source term for the survey unit. These parameters are used to determine whether 
the building may be demolished within the limits outlined in the "Radiological Pre- 
Demolition Survey Plan Building 776/777". 

To comply with the "Radiological Pre-Demolition Survey Plan Building 776/777", a 
minimum of 30 survey points were selected per survey unit. A random start, systematic 
grid method was used to identify the survey point locations. Three types of surveys are 
performed at each survey point as follows: 

0 

0 
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FINAL SURVEY RESULTS 
Survey Unit 776007 

0 Painted surfaces are evaluated for potential contamination under coatings using 
sodium iodide (Nal) gamma detectors attached to a single channel analyzer 
windowed for the 59 keV gamma-ray (Am241). 

0 Direct alpha surface contamination measurements are performed using a NE Electra 
survey instrument with attached DP-6 probe. This data may be compared to the Nal 
survey data to show the fraction of contamination that is directly on the surface 
verses imbedded in the material matrix. 

0 Removable surface alpha contamination surveys were performed by swiping the 
survey point with a 47mm filter paper then counting the filter paper on a SAC4 alpha 
counter. This data may be used to determine the effectiveness of encapsulation 
following the PDS. 

To conservatively determine the final Average Surface Contamination Value (ASCV,) 
for the survey unit, the source term associated with inaccessible areas of the survey unit 
(as described below) is added to the source term calculated by the PDS survey. 
ALARA Pos t-Remed iatio n Surveys 
Accessible Areas 
In addition to the PDS used to determine the Average Surface Contamination Value 
(ASCV,) and source term for the survey unit, surveys were taken to determine the 
effectiveness of remediation efforts. Remediation is performed to demonstrate a 
reasonable best effort is made to maintain releases to the environment and dose to the 
workers ALARA. 
Floors 
The floors of survey unit 776007 consist of concrete, much of which was previously 
covered with linoleum tile. Five localized areas of the floor in the admin area were 
found to have elevated readings, greater than the MDA. These areas are marked in red 
on the “Unit 776007 Floors” map. These areas were remediated, and follow-up and 
final surveys were performed. The decontamination factor (DF) for these locations is 
approximately 9.7, which results in an 89.6% source term reduction. 

Table 1 
Floor Remediation Results 

Walls 

No wall survey points were found to have elevated readings higher than 100,000 
dpm/l 00cm2, although some measurements indicated contamination up to 65,061 
dpm/l 00cm2 (See the included in-process survey data). 

Ceilings 

Survey measurements revealed that all accessible ceiling surfaces in the survey unit 
are <I 00,000 dpm/l 00cm2. 
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FINAL SURVEY RESULTS 
Survey Unit 776007 

776007 Inaccessible Area Source Term (pCi) 
776007 Accessible Area Source Term (pCi) 
776007 Total Source Term (pCi) 
Survey Unit Wall, Ceiling, and Floor Area (m’) 

Survey measurements revealed that all accessible surfaces in the stairwell in this 
survey unit are <I 00,000 dpm/l 00cm2. 

lnaccessi ble Areas 

No inaccessible areas exist on the floors, walls or ceiling in this survey unit 

PDS Data Summary 

In accordance with the “Radiological Pre-Demolition Survey Plan Building 776/777” the 
final survey total surface contamination values are used to determine the ASCV, for 
each survey unit. The results are summarized in Table 2 below (See Attachment 1 for 
ca Icu la t io n g u id a nce) : 

Table 2: 
PDS Final Results 

NIA 
1,708.1 
1,708.1 
3,343 

I Final Results I II 

) (dpm/lOOcm’) 11,343 
1 (ASCV,) (pCi/mZ) I 0.51 I 
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Attachment 1 

Standard Method for Calculating the ASCV for Each Survey Unit 

Prerequisites: 
1. Final survey map for the survey unit 

2. PDS survey results 

3. Survey information used to estimate activities in inaccessible areas; 

4. Survey information for any structural members or elevated regions not represented by the PDS 
survey. 

Conversions : 
I square meter (m2) = I 00 x 100 cm2 

1 microcurie (pCi) = 2 . 2 2 ~  lo6  dpm 

1 (pCi/ m2) = 22,200 dpm/ 100cm2 evenly distributed over one square meter. 

12 inches = 1 foot = 0.305 meters 

Calculations: 

Accessible Area Inventory 
1. Calculate the average surface contamination for the applicable survey unit from a minimum of 30 

sodium iodide measurements obtained by the PDS survey. 

2. Average the total surface contamination activity present. 

3. Convert the average surface contamination value from step 2 from “dpm/ 100cm’ to “pCi/ m2. 

Example: 

22,200 dpm/100cm2 x (100 x 100 cm2/ m’) x (1pCU2.22~ 10’ dpm) = 1 pCi/m’ 

4. Obtain surface area of survey unit from title box of final survey map. This is reported in square 
meters. 

5. Calculate inventory for accessible areas 

The surface area from a survey unit map title box is 1,000 square yeters and the average 
contamination level from the 30 PDS points is 22,200 dpm/ 100cm . 
Example: 

1,000 m’ x 22,200 dpm/ 100cm’ x (100 x 100 cm2/m2) x (1pCi/2.22x 10’ dpm) = 1,000 pCi 

a 

Inaccessible Area Inventory 
1. Document methods used to estimate contamination levels and potential inventory in seams, cracks 

or other surfaces in the final survey report. Provide an estimated remaining inventory for each 
itemlarea in the report. 

Example: 

There are 20 feet of seams contaminated to an average level of 2,220,000 dpm/l00 cm2. Each 
seam has two sides. The total inventory can be estimated assuming the Contamination levels 
measured at the top of the seam extend down each side of the seam. The depth of the seam can 
be determined from design drawings or from direct observation as the seam is chipped away. If a 
seam is determined to be 4 inches deep, then the inventory of the seam can be calculated as 
follows: 

The contaminated area of the seam is: 

(20 feet x .305 m/ft) * (0.3 feet x 0.305 m/ft) = .61 m2 x 2 sides = 1.22 m2 

Therefore the inventory in the seam in pCi is: 

1.22 m2 * (2,220,000 dpm/lOO cm’) * (70,000 crn2/m-’)*pCi/2.22E6 dpm = 122pCi 



Attachment 1 

Calculating the ASCV 
1. Sum the inventories from the inaccessible areas with the inventory for the accessible area to obtain 

a total inventory for the survey unit. 

Total Inventory = Accessible Inventory + Inaccessible inventory + Inventory items (areas not 
represented by other inventories listed i.e. Stairs, columns, etc) 

Example: 1000 pCi = accessible inventory 

2. 

122 pCi = inaccessible inventory 

100 pCi = inaccessible contamination in the columns and contamination on the stairs 

l O O O +  122+ 100=1222pci 

Divide the total inventory for the survey unit by the accessible area of the survey unit obtained from 
the final survey map. 

Example: 1222 pCi = total inventory 

1000 m2 = total surface area of the survey unit 

1222 pci/1,000 m2 = I .22 pci / m2 

1.22 pCi/m2 * (lm’ /(100*100 cm2)) * (2.22E6 dpm/pCi) = 27084 dpm/ 100cm2 



In-process/Follow-up Floor Surveys for Suvey Unit 776007 

Column Column 
Location # letter Number North 

7-1 C 1 14 
7-2 C 1 11 
7-3 C 2 19.5 
7-4 C 2 10 
7-5 C 3 10.5 
7-6 C 3 19 
7-7 C 4 14 
7-8 C 4 19 
7-9 C 5 19.5 
7-1 0 C 5 195 
7-1 1 C 6 17 
7-12 C 6 17 
7-1 3 C 7 12 
7-14 C 7 15 
7-1 5 C 8 12 
7-1 6 C 7 20 
7-1 7 C 1 2 
7-1 8 C 1 1 
7-1 9 C 2 1.5 
7-20 C 2 1 

7-32 C 8 10 
7-33 B 8 10.5 
7-34 B 8 14 
7-35 B 7 10.5 
7-36 B 7 17 
7-37 B 6 13 
7-38 B 6 18 
7-39 B 5 11 
7-40 B 5 11 
7-41 B 4 15 
7-42 B 4 13 

1 4 FLOOR 
' 12.5 FLOOR 

0.5 FLOOR 
17 FLOOR 
6.5 FLOOR 
19 FLOOR 
6 FLOOR 

16.5 FLOOR 
9.5 FLOOR 
11 FLOOR 
4 FLOOR 
13 FLOOR 
5 FLOOR 
12 FLOOR 
0.5 FLOOR 
12 FLOOR 
1 FLOOR 
19 FLOOR 
0.5 FLOOR 
16 FLOOR 

FLOOR 

FLOOR 
FLOOR 

3 FLOOR 
12 FLOOR 
8 FLOOR 
12 FLOOR 
8 FLOOR 

19.5 FLOOR 
0.5 FLOOR 
11 FLOOR 

10.5 FLOOR 

FLOOR 

FLOOR 
FLOOR 
FLOOR 

Gross I In-process FOII 
Counts Id~ml100cm2~ I (dDml 

1492 14,002 ,r 
1535 17.888 r 
1776 39,832 r 
1767 38,850 r 
1888 49,656 r 
1198 7,681 r 
1502 14,560 r 
1581 21,573 r 
1427 7,757 r 
1370 7,558 r 
1731 34,582 r 

1405 7,381 r 
1397 7.352 r 
1527 16,091 r 
1450 9,429 r 
1553 18,187 r 
1729 33,087 r 
1508 14,235 r 
1310 7,184 r 
1399 7,157 r 
1366 7,130 r 
1327 7.103 r 
1446 8,813 r 
1345 7.050 r 
1413 7 , 024 r 
1467 10,442 r 
1439 8,110 r 
1614 22,363 r 
1484 11,710 r 
1401 6,896 r 
1395 6.871 r 

- 
IC 
'1 

rl 
rl 

I 

i 
rl 
rl 
rl 
rl 
rl 
rl 
rl 
rl 
rl 
rl 
rl 
rl 
rl 
rl 
rl 

rl 
rl 
rl 
rl 
rl 
rl 
rl 
rl 
rl 
rl 
rl 
rl 
rl 
rl 
rl 
rl 
rl 
rl 
rl 
rl 
rl 

I 



In-process/Follow-up Floor Surveys for Suvey Unit 776007 



In-procesdfollow-up Floor Surveys for Suvey Unit 776007 

7-90 
7-9 1 
7-92 

A 6 9 14 FLOOR 1214 5,850 N/A 
A 7 9 9 FLOOR 1661 21,994 N/A 
A 7 8 14 FLOOR 1666 22.268 N/A 



776007 In-Process Wall Survey Data 

109 NORTH 
109 NORTH 

a 

1.5 30cm 37,254 NIA 
1.5 30cm 37,254 N/A 

a 109 WEST-A 5 contact 25,339 NIA 
109 WEST-B 1.5 30cm 37,254 NIA 

1 



776007 In-Process Wall Survey Data 

128 WEST 
128 WEST 
104C EAST 
104C EAST 
110 EAST 
110 EAST 

2 30cm 36,596 NIA 
2 30cm 36,596 NIA 
5 contact 24,891 NIA 
2 30cm 36,596 NIA 
5 contact 24,891 NIA 
2 30cm 36,596 NIA 

2 



776007 In-Process Wall Survey Data 

Elevation 
(Meters) 

2 

In-process FOIIOW-UP 
Contact or 30 cm? (dpm1100 cm2) (dpmIl00 cm2) 

30cm 36.596 NIA 
5 
2 
5 
2 
5 
2 
5 

contact 24,891 NIA 
30cm 36,596 NIA 

contact 24,891 NIA 
30cm 36,596 NIA 

contact 24,891 NIA 
30cm 36,596 NIA 

contact 24.891 NIA 
2 
5 

30cm 36,596 NIA 
contact 24.891 NIA 

2 
2 

30cm 36,596 NIA 
30cm 36.596 NIA 

5 
2 
5 

30cm 36,596 NIA 
30cm 36,596 NIA 

contact 24,891 NIA 
2 
5 

30cm 36,596 NIA 
contact 24,891 NIA 

2 
5 

30cm 36,596 NIA 
contact 24.891 NIA 

2 
2 

30cm 36,596 NIA 
30cm 36.596 NIA 

5 
2 

30cm 36,596 NIA 
30cm 36.596 N/A 

5 
2 
2 
5 

contact 24,891 NIA 
30cm 36,596 NIA 
30cm 36,596 NIA 

contact 24.891 NIA 
2 
5 

30cm 36,596 NIA 
contact 24.891 NIA 

2 30cm I 36,596 I NIA 
2 
5 
2 
2 

30cm 36,596 NIA 
contact 24,891 NIA 
30cm 36,596 NIA 
30cm 36.596 NIA 

5 
2 

contact 24,891 NIA 
30cm 36.596 NIA 

5 
2 

contact 24,891 NIA 
30cm 36.596 NIA 

5 
2 
5 
2 

contact 24,891 NIA 
30cm 36,596 NIA 

contact 24,891 NIA 
30cm 36,596 NIA 

Wall # 
110 EAST 

104C EAST 
104C EAST 
104C WEST 
104C WEST 

1 04A WEST 
110 SOUTH 
1 10 SOUTH 
11 0 SOUTH 
1 04A WEST 
104A WEST 
110 WEST 
110 WEST 
104A EAST 
104A EAST 

104 HALLWAY EAST 
104 HALLWAY EAST 
104 HALLWAY EAST 
104 HALLWAY EAST 
104 HALLWAY EAST 

104A EAST 
104A EAST 
104A EAST 
105 EAST 

104A WEST 
102 HALLWAY NORTH 

102 HALLWAY EAST 

104C NORTH 

104C WEST 

3 



776007 In-Process Wall Survey Data 

Wall ## 
120 HALLWAY NORTH 

I Elevation I 
(Meters) Contact or 30 cm? (dpmIl00 cm2) I (dpmll00 cm2) I 

5 30cm 36.56 

I In-process I Follow-up I 

116 SOUTH 5 contact 
116 SOUTH 2 30cm 
I 1  3 SOUTH 5 contact 
11 3 SOUTH 2 30cm 
1 13 SOUTH 5 contact 

26,394 NIA 
38,805 NIA 
26,394 NIA 
38,805 NIA 
26.394 NIA 

16 I NIA I 

11 38  EAST 
11 38  EAST 

2 30cm 65,061 NIA 
2 30cm 65,061 NIA 

a 

4 



776007 In-Process Wall Survey Data 

112A NORTH 
1 12A SOUTH 
1 12A SOUTH 
11 2A EAST 
112 EAST 
112 EAST 
112 EAST 

2 30cm 65,061 NIA 
2 30cm 65,061 NIA 
2 30cm 65,061 NIA 
2 30cm 65,061 NIA 
5 30cm 65,061 NIA 
2 30cm 65,061 NIA 
2 30cm 65,061 NIA 

112 SOUTH 
112 SOUTH 

2 30cm 65,061 NIA 
2 30cm 65,061 NIA 

5 

112 WEST 
112 WEST 

2 30cm 65,061 NIA 
2 30cm 65.061 NIA 



Total Activity Estimates Using Sodium Iodide Instruments 

,Survey Area: I VI1 ISurvey Unit: I 776007 ISurvey Date(s): I 01/02/05 I 
I Critical Level I Total Alpha 





Removable Activity 

Survey Area: 
Dates Counted: 1/2/05 
A priori MDA: 16 

Efficiency (cld) 0.333 

VI I Survey Unit: 776007 
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RADIOLOGICAL CLOSEOUT SURVEY FOR THE 776 CLUSTER 

, . , : : : I :  . . .  , , ,  

I 
Survey Area: VI1 Survey Unit: 776007 Ciassiflcation: NA 

Building: 776 
Survey Unit Description: First floor- Southwest office area 

Total Floor Area: 786 sq. rn 
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Total Area: 3343 sq. rn Random Start Grid Size: 10 x 10 sq. m 

30 

METERS lb 



RADIOLOGICAL CLOSEOUT SURVEY FOR THE 776 CLUSTER 

Survey Area: VI1 Survey Unit: 776007 Classification: NA 
Building: 776 

Survey Unit Description: First floor- Southwest office area 

: I Total Floor Area: 826 sq. m Total Area: 3484 sq. m Random Start Grid Size: 10 x 10 sq. m 
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RADIOLOGICAL CLOSEOUT SURVEY FOR THE 776 CLUSTER 

Survey Area: VI1 Survey Unit: 776007 Classification: NA 
Building: 776 

Survey Unit Description: First floor- Southwest office area 

Total Floor Area: 826 sq. rn Total Area: 3484 sq. m Random Start Grid Size: 10 x 10 sq. m 
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RADIOLOGICAL CLOSEOUT SURVEY FOR THE 776 CLUSTER 

Survey Area: VI1 Survey Unit: 776007 Classification: NA 
Building: 776 

Survey Unit Description: First floor- Southwest oftice area 

Total Floor Area: 826 sq. m Total Area: 3484 sq. m Random Start Grid Size: 10 x 10 sq. m 
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In-process Ceiling Surveys for Survey Unit 776007 



In-process Cei ing Surveys for Survey Unit 776007 


